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Results

n=10 range mean median

D(max) 2-18 mm 10 mm 7 mm 

V<100 6- 84% 40% 33%

V<50 0-13% 3% 0%



Conclusion

When a cylinder-applicator is used for 
vaginal brachytherapy, a clinically 
relevant underdosage in the target 
volume may occurvolume may occur



Take home message

• In case of an important underdosage 
the use of a different applicator type or 
an individual mould should be 
consideredconsidered






